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Abstract. Despite efficiency of modern implantology, unplanned perforation and drill deviation could 
be happened during freehand placement. The aim of this study was to provide a methodology for 
fabricating dental surgical drill guide for fully edentulous patients while it was flexible in term of 
changing drill diameter. The data of patient consisted of bone anatomy and radio-opaque template 
obtained from computed tomography. Jawbone and radio-opaque template three dimensional 
models converted into a three dimensional modeling software by means of an image processing 
package. Based on jawbone anatomy and radio-opaque template, implantation plan and design of 
surgical guides were carried out in three dimensional software. Rapid prototyping technique was 
used to manufacture several surgical guides to be used in different drilling sequences. Finally 
stainless steel tubes were accommodated passage of drill. Sequential surgical guides were different 
only in terms of the metal tubes internal diameter. This provides the ability of changing diameter of 
the implant or drill after fabricating surgical guide.  
Introduction 
Dental implants changed life quality of edentulous patients positively since 1980s and they are 
vastly accepted for the prosthetic restoration at present [1]. Moreover, efficiency of implant therapy 
has been approved clinically [2,3]. However, unplanned perforation and drill diversion may happen 
during freehand placement [4,5]. Nowadays, personalized surgical drill guides have been utilized to 
improve accuracy of implant placement particularly for flapless surgeries [6]. 
At present, computed tomography (CT) scan technology and computer aided design/ manufacturing 
(CAD/CAM) have been exploited to plan the placement of dental implants and design custom 
surgical drill guides via pre-operative software. Rapid prototyping (RP) technique is utilized to 
fabricate such drill guides [7]. In fact, treatment plan has been done through software and it has 
been transferred into the patient mouth using RP method. The practitioners required certain implant 
planning software based on the company who will supply the surgical guide. 
Previous studies approved accuracy of surgical guides, fabricated by means of such technology 
[8,9]. In spite of accuracy and great advantages of surgical guides, there is still lack of possibility to 
change the implant diameter after manufacturing surgical guide.  
The aim of this study is to present a method to produce surgical guide with ability to change 
implant diameter after fabrication while a commercial CAD software package was utilized.   
Materials and Methods 
A spiral CT scanner (Hispeed QX/i, GE Healthcare, Little Chalfont, Buckinghamshire, United 
Kingdom) was utilized for data collection of lower jaw of a 63 years old, male and fully edentulous 
patient while a radio-opaque template was fixed in the patient's mouth during CT scanning. The 
 scanning condition were: slice thickness 0.6 mm, resolution 512 x 512, pixel size 0.332mm, 
algorithm boneplus, number of slices 146, tube voltage 100 KV and tube current 89.1 mA.  
The digital model of jawbone and radio-opaque template were constructed from CT scan data using 
a commercial image processing software (Mimics10, Materialise NV, Leuven, Belgium) (Fig. 1). 
The 3D models were exported as surface tessellation language (STL) file into a commercially 
available CAD software (SolidWorks 2009, Dassault Systèmes solidworks Corp, Concord, USA).   
Three dimensional models of a dental implant (ITI 4.1 x 10, Straumann® Dental lmplant System, 
Basel, Switzerland) were developed in Solidworks® using data prepared by a profile projector 
(ST600-1000, Dr. Heinrich Schneider Messtechnik GmbH, Bad Kreuznach, Germany).  
Treatment plan has been performed by inserting three implants into the jaw bone (Fig. 2). Implants 
inserted where the greatest volume of bone is present while they were placed as much parallel as 
possible.  
Since the flapless surgical guide of the edentulous patients is supported by the gingiva, radio-
opaque template CAD model in Solidworks® was used as as reference to create flapless surgical 
guide main body. According to planned implants position and orientation, holes were created on the 
main body of surgical guide model. All holes were created with diameter of 5.0 mm. The CAD 
model of the surgical guide was exported into STL format and transferred to a RP machine 
(Dimension elite, Stratasys, USA) for fabrication. Three copies of surgical guide were 
manufactured for three different drilling sequences. Three metal tubes were fixed inside the holes of 
each RP fabricated physical model and accurately accommodated passage of drill. The tubes were 
made of stainless steel with the length of 5 mm and external diameter of 5.0 mm. Tubes with 
different internal diameters were prepared for different drill and implant diameters where the 











Fig. 2: CAD model of lower jawbone and three inserted implants 
 Results 
Fig. 1 illustrates constructed three dimensional model of jawbone (green) and radio-opaque 
template (pink) in Mimics®. Since the radio-opaque template was sit on gum, existing  gap between 
bone and radio-opaque template demonstrates gum thickness.  Fig. 2 shows reconstructed jawbone 
in Solidworks® where three implants inserted into the jawbone. CAD model of designed surgical 
guide in Solidworks®  has been illustrated in fig. 3a. Fabricated surgical guide via RP before tube 
fixation has been demonstrated in fig. 3b.  Fig. 4 shows final surgical guides (after tube fixation for 
two different drill diameters. Fig. 4b Shows a surgical guide which is suitable for wide drill (4mm) 
and Fig. 4a demonstrates the same surgical guide After replacing tubes with smaller tubes in 
diameter. 










































       
                                                  a                                                                    b 
  Fig. 3: a) CAD model of designed surgical guide, b) Fabricated surgical guide by RP 
      
                                                 a                                                                                            b 
Fig. 4: Final surgical guides with metal tubes. a: for narrow drill , b: for wider drill diameter. 
 Discussion 
Since gum does not remove during flapless surgery and there is no direct visibility on the bone, it 
was clearly demonstrated that surgical drill guides play an absolutely essential part in case of 
flapless surgeries [10].  
Radio-opaque CT scan template (Radiological guide) is fabricated based on information of the 
patient’s gum and is placed inside patient mouth during CT scan procedure in order to define the 
soft tissue boundaries on the CT scan images. The template will appear in the CT scan images [11]. 
In this study, the surgical guide developed based on CAD model of radio-opaque template to ensure 
optimal fitting on the patient's gum. It offers the possibility of flapless implant placement.  
Each surgical guide consists of two sections: main body and holes. Main body has to be fitted on 
gingival and holes guiding the drill. In this study digital model of radiological guide was used as 
surgical guide main body to ensure fitness of fabricated surgical guide inside the patient mouth.  
Since surgical guide is utilized for driving the drill during operation, required holes were made on 
the surgical guide main body according to position and angulation of planned implants. During 
surgery, a drill passes through the hole of surgical guide, hence stainless steel tubes fixed inside the 
holes in order to protect surgical guide from damage against sharpness of drill. Moreover, each tube 
were 0.2mm wider than its corresponding drill to avoid the drill from contacting the tube during 
surgery.  
The diameter of exploited drill in each drilling sequence depends on planned implant diameter and 
number of sequences. Different surgical guides are exploited in surgery for different drill 
sequences. In the present technique, the diameter of holes of all fabricated surgical guides via RP 
machine have the same (5.0 mm) (Fig. 3b) and equal to the external diameter of the tubes. The 
metal tubes have different internal diameters and are fixed to the surgical guide according to drill 
diameter of each drilling sequence (Fig. 4). In most of the conventional methods, changing implant 
diameter or sequential drill diameter after fabricating surgical drill guide is not possible [12]. In the 
presented method, if the surgeon decides to use wider or narrower implant, the tube can be replaced 
by another tube which is suitable with new drill diameter. This is a great advantage over existing 




This technique provides an interesting method of manufacturing surgical guide which is suitable for 
flapless surgery of fully edentulous patients.  Furthermore, due to design of holes and metal tubes, 
sequential drill diameter can be changed after surgical guide fabrication. This is achieved without 
re-fabrication of surgical guide and by changing the metal tubes.    
Acknowledgement  
The authors wish to thank Universiti Teknologi Malaysia and Malaysian Ministry of Science, 
Technology and Innovation for support of this study. The authors express deep appreciation to Mr. 
Syed Mustafa Syed Azam for preparation of rapid prototyping models. 
References 
[1] I. Naert, G. Koutsikakis, J. Duyck, M. Quirynen, R. Jacobs and D. van Steenberghe, Biologic 
outcome of implant-supported restorations in the treatment of partial edentulism. part I: a 
longitudinal clinical evaluation. Clin Oral Implants Res. 2002; 13, 381–9. 
[2] Adell R, Eriksson B, Lekholm U, Branemark PI, Jemt T. Long-term follow-up study of 
osseointegrated implants in the treatment of totally edentulous jaws. Int J Oral Maxillofac 
Implants. 1990; 5: 347–59.  
 [3] Payant L, Williams JE, Zwemer JD. Survey of dental implant practice. J Oral Implantol. 1994; 
20: 50-8. 
[4] Park C, Raigrodski AJ, Rosen J, Spiekerman C, London RM. Accuracy of implant placement 
using precision surgical guides with varying occlusogingival heights: An in vitro study. J 
Prosthet Dent. 2009; 101:372-81.  
[5] Nikzad S, Azari A. A novel stereolithographic surgical guide template for planning treatment 
involving a mandibular dental implant. J Oral Maxillofac Surg. 2008;66:1446-54. 
[6] Sarment DP, Sukovic P, Clinthorne N. Accuracy of implant placement with a 
stereolithographic surgical guide. Int J Oral Maxillofac Implants. 2003;18: 571-7. 
[7] Brief J, Edinger D, Hassfeld S, Eggers G. Accuracy of image-guided implantology. Clin Oral 
Impl Res. 2005; 16:495-501. 
[8] Edge MJ. Surgical placement guide for use with osseointegrated implants. J Prosthet Dent. 
1987;57:719-22. 
[9] Chiche GJ, Block MS, Pinault A. Implant surgical template for partially edentulous patients. Int 
J Oral Maxillofac Implants 1989;4:289-92.  
[10] Van Assche N, Van Steenberghe D, Quirynen M, Jacobs R. Accuracy assessment of computer-
assisted flapless implant placement in partial edentulism. J Clin Periodontol. 2010; 37: 398-
403. 
[11] Rosenfeld AL., Mandelaris GA., Tardieu PB. Prosthetically directed implant placement using 
computer software to ensure precise placement and predictable prosthetic outcomes. Part 1: 
diagnostics, imaging, and collaborative accountability. Int J Periodontics Restorative Dent. 
2006; 26: 215-21.        
[12] Bavar T. A new twist on surgical guides. J Oral Implantol. 2008; 34: 325-9. 
 
 
 
 
  
 
 
 
 
 
 
 
 
 
